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Abstract— An externally actuated glove, controlled by a microprocessor, is being developed to assist fi nger extension in 
stroke survivors. The goal of this device is to allow repeated practice of specifi c tasks for hand therapy in the home environment. 
The device allows the user three control modes: voice recognition, electromyography or manual. These modes can be used either 
independently or combined according to the needs of the user. Both position and force feedback are available for control and safety. 
Initial testing of the prototype has shown promising performance.
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Resumen— Se presenta el desarrollo de un guante activado externamente y controlado por un microprocesador para asistir la 
extensión de los dedos en pacientes con derrame cerebral. La meta del dispositivo es permitir la repetición de tareas específi cas 
para realizar terapia de la mano en un ambiente casero. El usuario puede controlar el dispositivo por tres medios diferentes: 
reconocimiento de voz, electromiografía o manualmente. Estos medios pueden ser usados tanto independientemente como en 
combinación según las necesidades del paciente. Para el control y la seguridad, se tiene retroalimentación de posición y de fuerza. 
Las pruebas iniciales del prototipo han demostrado un desempeño prometedor.
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Revista Ingeniería Biomédica 
ISSN 1909–9762, volumen 3, número 5, enero-junio 2009, págs. 75-82
Escuela de Ingeniería de Antioquia–Universidad CES, Medellín, Colombia 
I. INTRODUCTION
Most of the patients diagnosed with stroke suffer from impaired arm function, and approximately one-third 
of all patients experience chronic hemiparesis [1-2]. Chronic 
hemiparesis is especially prevalent in the distal upper 
extremity. Finger extension is the most impaired function 
[3]; a spontaneous fi nger fl exion appears a few weeks after 
the cerebrovascular accident [4]. Two factors contribute 
to the spontaneous fi nger fl exion. First, the long fl exors of 
the fi ngers, fl exor digitorum superfi cialis (FDS) and fl exor 
digitorum profundus (FDP) are often hyperexcitable [5]. 
Second, the fi nger extensors tend to be weakened, especially 
in severely impaired individuals [6-7]. Both factors lead to 
the stereotypical fl exed fi nger posture [4].
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Nevertheless, fi nger extension is sometimes 
preserved in stroke survivors, although weakened [8]. 
In a recent study [4,7] it was demonstrated that less than 
30% of the severely impaired stroke subjects could 
perform active isometric extension. In absolute terms, 
metacarpalphalangeal (MCP) extension torque was only 
7% of the MCP fl exion torque.
This fact confi rms the need of an assistive device for 
fi nger extension, adaptable to the patient’s individual 
abilities to activate his own fi nger extensors. There 
are several commercial devices available which could 
provide assistance for fi nger extension. However, these 
devices generally provide only one control mechanism. 
The Saebofl ex (Saebo, Inc., Charlotte, NC) is a custom 
dynamic hand orthosis featuring a spring loaded fi nger 
extension system; the spring system assists in re-opening 
the digits following functional grasping, but motion 
of the distal interphalangeal (DIP) joints is occluded 
and movement of the MCP joints is limited [4,9]. The 
Hand Mentor (Kinetic Muscles Inc., Tempe, AZ) creates 
combined fl exion/extension of the wrist and fi ngers, but 
restricts movement of the proximal interphalangeal (PIP) 
and DIP joints [4]. Cybergrasp (Immersion Corporation, 
San Jose, CA) provides independent extension forces to 
each digit, but it can be considered large and restricts arm 
movement [4].
An cable-actuated orthotic glove controlled by 
a microprocessor is proposed, in which the glove 
is connected to a motor shaft through a cable. The 
microprocessor is able to detect the electromyographic 
(EMG) signals from the extensor muscles and use them to 
activate the motor to open the hand. If the power of the 
EMG signal is not strong enough, a voice-recognition 
algorithm was implemented as a secondary mechanism 
for the same purpose. In addition, a manual control 
mechanism provides a third control option in order to 
make the assistive device more reliable. This device is 
relatively simple, and targeted toward severely impaired 
patients who need to work on spherical grasp and release. 
The proposed device utilizes the asymmetry between the 
MCP extension and the MCP fl exion to reduce complexity 
and consequently reduces cost by providing assistance for 
fi nger extension, and relying on residual fi nger fl exion for 
performing grasping tasks.
II. MATERIALS AND METHODS
2.1 Hardware
The actuated cable orthotic glove (ACOG) provides 
assistance of fi nger extension in order to dorepeated specifi c 
tasks. The ACOG is portable and actuated by a single DC 
motor worn in a small beltpack.
 Fig. 1.  Structure of the ACOG. Cables run through chains of cable 
guides.
Extension torques are produced by tendon-like cables 
running across the dorsal side of the glove through chains 
of custom-fabricated Delrin® pieces which serve as cable 
guides (Fig. 1). These guides not only maintain the line 
of force and moment arm of the cable but also prevent 
hyperextension of joints, which can be a major issue 
in stroke survivors, especially when applying external 
forces. The cables from the 5 digits are combined into a 
single cable (cable displacements necessary to produce 
full extension of each digit are suffi ciently similar across 
digits to permit use of a single actuator) which then travels 
through a cable guide to the shaft of the actuator, a DC 
Micromotor (DC-Micromotors, Gearhead 20/1, Encoders 
IE2-512 ;1724, Faulhaber, Inc.). 
With a gear head, the selected motor is able to produce 
the desired force with a maximum of 130 N, needed to 
open the hand. A motor encoder supplies information 
about the number of degrees between the thumb and the 
other fi ngers, which is proportional to the cable lengths. 
Feedback of torque applied to the cable is provided with 
an in-line tension sensor, useful to know how much force 
is pulling the hand. The sensor has two strain gages (Model 
No.SGD-1.5/120-LY11) placed on a small aluminum piece, 
one at the top and the other at the bottom, for measuring the 
deformation (black arrows, Fig. 2). The output of these two 
strain gages is conditioned and then read as the tension in 
the cable (designed in the Hand Rehabilitation Laboratory at 
the Rehabilitation Institute of Chicago, Fig. 2).
 
Fig.2.  Tension sensor for torque feedback. The cable coming from the 
glove goes through the bearings (white dotted line emulate the cable) 
and then it is connected to the shaft of the motor.
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2.2 Software
The motor is controlled by a small microprocessor 
board, programmed with the Dynamic C software (Version 
10.11, Rabbit Semiconductor, Inc) with analog-to-digital 
(A/D) conversion, pulse-width modulation (PWM) 
capabilities and quadrature decoder channels (QDC) 
(RabbitCore RCM4500W, RABBIT Semiconductor Inc, 
Davis, CA). A Tmote sky (Ultra low power IEEE 802.15.4 
compliant wireless sensor moduleMoteiv Corp., US) was 
used in combination with an in-line load cell in the self-
actuated version of the orthosis [10].
Fig.3 shows a fl ow chart of the algorithm. It describes 
how the action of saying a word (“open”, “close” or 
“stop”), activating a muscle, or pushing a button (manual 
mode) can control the system. With each word pronounced 
(the word only has to be pronounced once) the voice 
recognition system provides as an output a number that is 
read by the microprocessor and hence, the motor driven 
glove runs one way or the other depending on the word 
command; with the EMG signals the RabbitCore compares 
which signal (EMG signals from extensor and fl exors) has 
the biggest amplitude in order to determine the command 
to be executed. Finally, if the manual control button is 
pressed, the motor cycles through three possible states: 
extension (hand opening), fl exion (hand closing), and the 
stop state. During fl exion, the tension sensor reads the 
force applied, gives the signal to the motor to release the 
cable and let the patient close the hand voluntarily. The 
motor speed controlled by the pulse width modulation 
(PWM) frequency, is set proportional to the sensor reading 
and to the error between the desired angle (the limit of 
either fl exion or extension, these limits are defi ned at the 
beginning of the training session through a second button) 
and the actual angle read by the encoder.
The ACOG controlled by the microprocessor is able 
to use either force or position servocontrol depending 
on the needs of the user. Position feedback, from the 
encoder data is used to generate a desired amount of 
digit extension. Force feedback, utilizing the tension 
sensor data, provides a desired level of assistance (e.g., 
motor becomes active when cable force exceeds a certain 
level). Appropriate feedback will be defi ned for each 
stroke patient after the research therapist evaluation. 
The fl exibility of the system described above allows 
the user to control the degree of assistance. This degree 
can certainly vary from subject to subject. For example, 
one type of input is the EMG signal of a fi nger extensor 








































Fig. 3.  The fl ow chart of control algorithm shows voice recognition and EMG pattern recognition control. Switches for manual control and for 
saving the desired angles are implemented as interruptions. The microprocessor runs in a loop, reading the signal from the voice each cycle (the 
cycle number is represented by “i”) and reading the signal from the muscles each 20 cycles. During the fi rst two cycles (fi rst) the range of motion 
has to be defi ned using the buttons, so the motor will start opening the hand, and pressing the saving button the extension limit (EXT_LIM) and then 
the Flexion limit (FLEX_LIMT) are saved in the same way. 
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2.3 Circuit
Three small printed circuit boards were made to 
amplify the EMG signal from passive electrodes and 
calculate fi ltered, rectifi ed EMG signal as a measure of 
the EMG amplitude. The outputs of these PC boards are 
read by the RabbitCore through A/D conversion channels. 
The amplitude is compared with the signal from another 
muscle, such as the FDS muscle, to determine the level of 
assistance during extension (Fig. 4). 
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Fig.4.  Schematic of the myoelectric processing scheme used in the printed circuit boards. The schematic consists of a differential band-pass 
amplifi er. The amplifi ed signal is then rectifi ed and subsequently fi ltered to calculate the EMG signal. This is all performed in hardware to facilitate 
use of the EMG signals for real-time control. The signal is then sampled by the A/D channels of the microprocessor to make a decision, and then the 
Rabbit core Module sets the PWM to activate the motor.
The voice recognition control algorithm was 
implemented using a commercially available chipset. 
The chipset manufactured by Electronic Express™ [11] 
was selected to be incorporated into the ACOG. The 
output of the voice recognition circuit consists of two 
4-bit binarycoded decimal (BCD) numbers. This BCD 
information is shown on two digital displays. Whenever 
a word is detected, the circuit uses the digital display to 
output the word number it has recognized. If the word is 
not recognized by the system, it outputs an unrecognized/
error code. The designed interface incorporates a 
MICROCHIP microcontroller. The pre-programmed 
microcontroller`s fi rst job is to determine if a word has 
been said. To do so, a comparator amplifi er is used. A 
reference voltage for the comparator is generated using a 
voltage divider made up of resistors.
Once a word has been detected, it is necessary for 
the interface to read the BCD output from the voice 
recognition circuit. By using the high and low digit BCD 
nibbles, it is possible to distinguish trained target words 
[12]. The interface has 10 outputs (the information that 
goes into the two digital displays) which are connected to 
ten I/O channels in the RabbitCore microprocessor (Fig. 
5). Identifi cation of a given command is accomplished by 
















Fig. 5.  Schematic of the voice recognition system. Sound is transduced 
by a sensor (microphone). The sound waveform is processed by a 
commercial chipset, and the associated number of the word is sent to 
the RabbitCore microprocessor, producing a possible state change.
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III. RESULTS
The Dynamic C software which implements the 
control paradigms in the microprocessor (EMG pattern 
recognition, voice recognition and manual control) and 
the glove were tested successfully by means of voice 
commands of 2 healthy subjects. The proposed device 
has not yet been tested with stroke patients. During the 
recording trial subjects attempted to open and close their 
hands as many times as possible within a period of 10 
seconds.
Future evaluation of the performance of the EMG 
pattern recognition program code will use: EMG signals 
recorded over fl exor digitorumsuperfi cialis (FDS) and 
EDC of 3 stroke patients in stage 3 on the Chedoke 
McMaster Stroke Assessment scale [13], aiming to 
determine the difference in signal amplitude, detected by 
the microprocessor of an active and an inactive muscle. 
The software and glove fi nal performance met all 
requirements, as expected, when being controlled by voice 
and EMG signals of healthy individuals. The aperture 
and closure of the subjects’ hands were properly achieved 
and followed the programmed code. The buttons worked 
as a security mode in case of any of the other input 
mechanisms failed. 
Fig.7 shows the EMG signals of the stroke 
participants after rectifi cation and fi ltering in 
MATLAB™ to simulate the actual output from the 
printed circuit boards for ACOG. EMG signals from 
the EDC and FDS muscles were recorded for two of the 
patients (Fig 7.a. and b.). FDS is largely active during 
the attempt of fl exion and EDC is largely active during 
the attempt of extension independently of the voltage 
magnitude displayed for both of these trials (the voltage 
range between an inactive muscle and an active muscle 
can vary from patient to patient). In Fig. 7(a. and b.) it 
is possible to differentiate a range in which the muscle 
is active and one where it is inactive. On the other hand, 
in the last participant (Fig 7 c.) it is diffi cult to discern, 
based on the EMG signals, when fl exion and extension 
were intended to occur. Consequently, it is doubtful that 
EMG alone could be used by this subject to control the 
ACOG; voice recognition, however, could be used in 











Fig. 6.  Diagram of the complete mechanism describing how the input signals go to the microprocessor and how the motor is able to control the 
hand movement.
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Fig. 7.  EMG signals recorded over FDS and EDC in 3 stroke patients. The signals were fi ltered in MATLAB™ and plotted for each muscle in black 
and gray, respectively. The EMG signals are then rectifi ed, and the resulting valuesplotted in the FLEX and EXT graphs.
Fig. 8.  Final prototype. It shows the electronic components: motor, tension sensor, buttons, EMG circuits (pigs), microphone.
IV. DISCUSSION
Several hand exoskeletons have been developed in 
various research laboratories, but technical issues seem to 
have either limited their development or precluded their 
application to rehabilitation [4,14-17]. For example, the 
University of California-Irvine uses pneumatic cylinders 
to control wrist and MCP fl exion/extension, but does not 
actuate the PIP and DIP joints [4,18]. The Rutgers Master 
II-ND (RMII) is a device which has been used in clinical 
trials with stroke survivors [4,19]. The RMII uses custom 
made pneumatic cylinders on the palmar side of the hand 
to push the fi ngertips into extension. The RMII, however, 
was intended for use in a virtual environment so it is not 
possible to grasp real objects while wearing the device. 
Additionally, fi nger fl exion is limited by the length of the 
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cylinders residing within the palmar space; PIP fl exion 
angle is limited to 45° [4,12].
The device proposed in the present study, with three 
developed input mechanisms, showed a satisfactory 
performance. Moreover, voice recognition was reliable 
since the system can quickly be trained for each patient 
(30 s). The EMG pattern recognition algorithm may be 
challenged by signals from patients with severe tone due 
to the co-activation of fl exor and extensor muscles.
An extra button had to be implemented for recording 
the range of motion for each of the patients because some 
of them felt pain when the hand was being open more 
than a fi xed angle. This extra button was included in the 
software through a second interruption. In this case, the 
range of motion had to be defi ned in the fi rst cycle of the 
algorithm. 
To implement the EMG as a control signal for users 
with severe spasticity where EMG might be very weak, 
the microprocessor can be programmed to have the 
voice recognition pathway as a security mode. Thus 
the device can be controlled with the muscle signals 
from the impaired arm locked to the desired movement. 
As an example: if the user says the word open the 
microprocessor will only read the signal from the 
extensors muscles and viceversa. Doing so the system will 
not open or close the hand until the patient activate the 
right muscle.
The developed device is entirely portable so the 
user can take the glove home and perform regular daily 
activities without requiring going to a rehabilitation 
hospital for therapy. Also, the posibility of controlling 
the glove with both voice and movement of muscles will 
force the patients to think about the intended function 
(openhand, closehand); or to activate the impaired muscles 
if they are driving it with EMG signals adding an extra 
exercise to the rehabilitation therapy.
V. CONCLUSION
Initial algorithm and electronic designs have 
been implemented and show promise and a potential 
performance of the proposed device when used with stroke 
survivors.
The next step in the development of the ACOG, 
controlled by microprocessor, is to build and design a 
portable equipment to hold together all the circuits and 
other components of the fi nal design, in order to ensure 
portability and ease of use of the device.
After having a fi nal design, a rigorous test and 
characterization of the developed prototype is required, 
in terms of its feasibility and performance. Additionally, 
patients should exhibit a good control of the motorized 
orthosis.
In future work, given the expected ease of use 
and portability of the device, therapeutic trials will be 
conducted at home in accordance with the regimen 
established by a research occupational therapist. 
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